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Abstract  
    The simplified bioaccessibility extraction test (SBET) and the stomach phase of the unified 
bioaccessibility method (UBM) have been modified for use in assessing the bioaccessibility of 
potentially toxic elements in samples of PM10 collected during routine air quality monitoring. 
Arsenic, Cd, Cr, Cu, Fe, Mn, Ni, Pb and Zn were measured by inductively coupled plasma mass 
spectrometry in extracts of synthetic PM samples prepared by loading candidate soil reference 
material BGS102 onto TX40 (Teflon-coated borosilicate) filters widely used in standard commercial 
tapered element oscillating microbalance/filter dynamics measurement system (FDMS) ambient 
particulate monitors. Analysis of blanks revealed two important sources of contamination that had to 
be controlled in order to achieve reproducible results. The syringe filters used in the SBET released 
Cu and Zn into sample extracts during filtration and had to be washed with 80 mL of 0.4 M glycine at 
pH 1.5 immediately prior to use, whilst the FDMS filters used to collect PM10 were found to contain 
sufficient extractable Zn (ca. 3 Pg filter-1) to almost double the concentration released by the soil. The 
latter is a consequence of the use of Zn in filter manufacture and so could not be eliminated, but was 
successfully overcome by means of blank-subtraction. A ten-fold miniaturisation of the SBET and 
six-fold miniaturisation of the UBM allowed 0.1 g samples to be processed, with analyte recoveries 
generally within ±10% of those obtained when the conventional procedures were used. Comparison 
between results obtained when the modified procedures were applied to soil alone, and when soil was 
loaded onto FDMS filters, indicated that the presence of the filter had no effect on extraction 
efficiency, except for Fe, provided blank-correction was performed. Results obtained for As, Cd and 
Pb with the modified UBM was applied to BGS102 on FDMS filters were 4.40 ± 0.04, 0.224 ± 0.002 
and 17.3 ± 0.8 mg kg-1, respectively (n=3), all within recommended ranges. 
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1. Introduction  
    Exposure to potentially toxic elements (PTE) associated with inhaled airborne particulate matter 
(PM) can cause adverse human health effects such as heart diseases and lung cancer.1, 2 However not 
all PTE species present are equally labile and equally able to affect health. Therefore, measurement 
of total or pseudototal PTE concentrations in PM generally gives a poor indication of health risk. This 
has led to considerable current interest in the development of extraction procedures to determine the 
bioavailable or bioaccessible PTE fraction in PM.3, 4 The bioavailable fraction can only be determined 
by using in-vivo methods, whilst in-vitro methods are used to measure the bioaccessible fraction. A 
more realistic risk assessment is achieved by applying in-vivo methods. However their disadvantages 
± such as high cost and the considerable lengths of time involved, together with ethical concerns ± 
mean that researchers have tended to focus on development or application of in-vitro methods.5, 6 
 
    The aerodynamic diameter of airborne PM is between 0.005 and 100 ȝP,7 but only the ȝP 
fraction (PM10) is inhalable.
8 Inhaled particles with diameter   ȝP (PM2.5) penetrate into the 
lungs,8 whilst particles between 2.5 and 10 Pm in diameter are transported from the conducting 
airways (nose, pharynx, larynx, trachea, bronchi and bronchioles) to the gastrointestinal tract by 
mucociliary clearance.8-10 Various synthetic lung fluids ± QRWDEO\ *DPEOH¶V solution11 and 
modifications thereof12-18 have been proposed to estimate the fraction of PTE in PM10 that is 
bioaccessible following inhalation. However, because up to 99% of the >2.5 ȝm fraction of inhaled 
PM10 is eventually deposited in the gastrointestinal tract,
19 oral bioaccessibility tests suitable for 
estimating the bioaccessibility of PTE associated with inhaled airborne particles are also required.  
 
   Several oral bioaccessibility tests have been described in literature for soil. Medlin4 produced the 
simplified bioaccessibility extraction test (SBET)20 by modifying the physiologically based extraction 
test (PBET) of Ruby et al.21 to consider only the stomach phase and use a minimal number of 
reagents (glycine and HCl only). The SBET was validated for Pb by Ruby et al.22 using an in vivo 
swine study. A standard operating procedure was established by Dexler,4 the most recent version of 
which was published by the USEPA in 2012.20 The bioaccessibility research group of Europe 
(BARGE) produced a more complex test, the unified bioaccessibility method (UBM),23 by modifying 
an in-vitro method originally created by researchers at the Netherlands National Institute for Public 
Health and the Environment.24 This test consists of two phases: WKH³stomach´ phase (incorporating 
saliva and gastric fluids) and the ³stomach and intestinal´ phase (including duodenal and bile fluids). 
The UBM was evaluated by means of an international inter-laboratory exercise25 and validated26 for 
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As, Cd, Pb and Sb in soils by conducting in-vivo swine studies. The validated BARGE UBM 
methodology was reported by British Geological Survey (BGS) in 2011.27 The similarity of the UBM 
extractants to body fluids and the fact that it has been validated for more than one element are key 
advantages of the method. However, the complexity of the extractants (24 chemicals) and lengthy 
time, both for the extraction (ca. 4 hours) and for preparation of reagents (ca. 3 hours) are serious 
drawbacks. Recently, the International Organization for Standardization28 recommended that 
bioaccessibility tests should address the exposure route that yields the maximum bioaccessible 
analyte concentration, to provide a conservative estimate of risk. For the UBM, this means that only 
the ³stomach´ phase generally needs be considered because lower values of bioaccessible PTE 
concentrations are usually obtained in the ³stomach and intestinDO´ phase.29-31  
 
    The SBET32-40 and the UBM6, 28-31, 39, 41, 42 have been employed to determine the bioaccessible PTE 
fraction in a variety of substrates, notably urban soils,29, 30, 32, 34, 41 soils impacted by mine waste or 
pesticides and herbicides,35-37, 40 and street dust.38 There are few reports of the application of oral 
bioaccessibility tests to PM10, and none featuring the UBM. Madrid et al.
32 used the SBET to extract 
PTE from the 2-10 Pm particle size fractions of urban soils from Sevilla (Spain) and Torino (Italy) 
that had been obtained by fractionation of whole soil using a sedimentation method. Only Hu et al.43 
have applied the SBET to genuine samples of urban airborne PM, collected on filters, in Nanjing 
(China). However, the fractions studied ± total suspended particulates and PM2.5 ± do not correspond 
to those transported to the gastrointenstinal tract by mucocillary clearance (hence use of an oral 
bioaccessability test is not optimal here) and their approach for sample collection ± use of 
precombusted quartz microfibre filters and a large-volume air sampler ± is not representative of that 
normally used in air quality monitoring. There remains a need to develop variants of soil-based oral 
bioaccessibility tests specifically optimised for application to samples of airborne particles routinely 
collected by governments and municipal authorities worldwide. 
 
    A common approach for continuous montoring of ambient airborne particular matter uses a tapered 
element oscillating microbalance (TEOM) and filter dynamics measurement system (FDMS) 44, 45 Air 
is drawn through a PM10 size-selective inlet, dried and directed to the mass transducer, where the 
decrease in oscillating frequency indicates the mass of material accumulated on the TEOM filter.46 In 
the FDMS, an alternative reference flow path incorporating a chiller unit and a 47 mm teflon-coated 
borosilicate TX40 filter47 is used to correct for loss of semi-volatile material.46 These TX40 filters are 
typically discarded after use, but represent a valuable source of real PM10 samples for chemical 
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analysis, including the application of bioaccessibility tests.  
 
    The aim of the current study was to optimise versions of the SBET and UBM (stomach phase) 
suitable for use in the determination of bioaccessible PTE concentrations in PM10 supported on TX40 
filters used in standard commercial TEOM/FDMS ambient particulate monitors. Specific objectives 
were: 
 
(a) To modify the SBET and UBM (stomach phase) methods to make them more suitable for 
application to the small amount of PM10 typically collected, and 
 
(b) To investigate the effects of the TX40 filter support on PTE concentrations and extraction 
efficiency using the SBET and UBM (stomach phase) methods. 
 
 
2. Experimental 
 
2.1. Apparatus and Reagents 
    Blank Pallflex TX40 FDMS filters were supplied by Air Monitors Ltd. (Gloucestershire, UK). 
These are composed of borosilicate microfibers reinforced with woven glass cloth and bonded with 
polytetrafluoroethylene (mass 5 mg cm-2, diameter 47 mm). Acrodisc® cellulose acetate membrane 
syringe filters (pore size ȝPGLDPHWHUPP were purchased from Sigma Aldrich (Gillingham, 
UK). The pH of solutions was measured by using a Mettler-7HOHGR 6HYHQ*R S+ meter. 
Suspensions were shaken and incubated by using an end-over-end rotator placed inside an incubator 
(Stuart® SI500 shaking incubator) manufactured by Barloworld Scientific Ltd., Staffordshire, UK. 
All chemicals were of analytical grade. Bovine serum albumen, NaH2PO4, KCl, urea, CaCl2.2H2O, 
and pepsine (porcine) were purchased form Merck (Poole, UK). Glucose, NaCl, Na2SO4, NH4Cl, and 
NaOH were supplied by VWR International, Lutterworth, UK. Glucuronic acid, KSCN, glucosamine 
hydrochloride, alpha amylase, mucin (porcine), uric acid, hydrochloric acid (HCl) (36.5-38%) and 
nitric acid (HNO3 7UDFH6(/(&7IRU WUDFHDQDO\VLVwere obtained from Sigma Aldrich 
(Gillingham, UK). Glycine was purchased from Fisher Scientific (Loughborough, UK). Multi-
element standard stock solution (10 mg L-1 of As, Cd, Cr, Cu, Mn, Ni, Pb, and Zn) and Fe standard 
stock solution (1003 mg L-1) were obtained from Qmx Laboratories, Essex, UK. All glassware and 
plastic ware were soaked overnight in 10% HNO3 then rinsed three times with deionized water before 
use.  
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2.2. Simulation of PM10 samples 
    Since large quantities of PM10 with known concentrations of bioaccessible PTE were not available, 
a soil reference material (BGS102 from British Geological Survey, Keyworth, UK) was use in 
analytical method development. This material was chosen for several reasons. First, soil particles 
typically constitute a major component of airborne PM10. Second, it has a particle size distribution 
broadly similar to commercially available particulate matter CRMs (Table 1). Finally, it is the only 
reference material available that has target values for the bioaccessible concentration of As, Cd and 
Pb using the UBM procedure and so could be used to assess the accuracy of the method developed. 
Airborne PM samples were simulated by smearing blank FDMS filters with 0.1 g of BGS102 using a 
plastic spatula. 
 
2.3. The original SBET and UBM (stomach phase) procedures 
    When the SBET20 was applied, three 1.0 g test portions of soil BGS102 were placed into three 125 
wide-mouth HDPE bottles, then 100 mL of glycine (0.4 mol L-1, pH 1.5 ± 0.05, pre-adjusted with 
HCl at 37 ± 2 °C) were transferred into each bottle. The bottles were tightly sealed, shaken by hand, 
then placed on an end-over-end shaker and rotated at 30 ± 2 rpm for 1 hour inside a pre-heated 
incubator at 37 ± 2 °C. At the end of the extraction, a 10 mL aliquot was removed from each bottle 
using a disposable 20 cm3 syringe, and filtered through DȝPFHOOXORVHDFHWDWHacrodisc® syringe 
filter. The pH of the mixture remaining in the extraction bottle was measured, and required to be pH 
1.5 ± 0.5. Otherwise the extraction was repeated. Extracts were stored in polyethylene bottles at 4 °C 
prior to analysis by ICP-MS.  
 
    The validated BARGE UBM (stomach phase) methodology27 was adopted in this study. Three 0.6 
g test portions of soil BGS102 were placed into three centrifuge tubes. A 9 mL aliquot of simulated 
saliva fluid was transferred to each tube and shaken by hand for 10 seconds. A 13.5 mL aliquot of 
simulated gastric fluid was then added to the tube. The pH was checked and, when necessary, 
adjusted to 1.2 ± 0.05 with HCl or 1 M NaOH. The tubes were rotated inside a pre-heated incubator 
at 37 ± 2 °C for 1 hour. At the end of the extraction, the pH of the suspensions obtained was checked 
to ensure it was less than pH 1.5. Extracts then were centrifuged for 15 minutes at 4500 g. A 2.5 mL 
aliquot of the supernatants were collected by pipetting and diluted 4-fold with 2% HNO3. Extracts 
were stored in polyethylene bottles at 4 °C prior to analysis by ICP-MS. 
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2.4. Modification of the SBET and UBM (stomach phase) procedures for application to PM on FDMS 
filters  
 
2.4.1. The modified SBET procedure  
    The sample mass and extractant volume were each reduced ten-fold (to 0.1 g and 10 mL) 
maintaining the same solid:solution ratio as in the original procedure. Three replicated extractions of 
soil BGS102 were carried out and results compared with those obtained using the original method 
(described in section 2.3).  
 
    Triplicate simulated PM samples were prepared by loading soil BGS102 onto FDMS filters as 
described in section 2.2, and the modified SBET was performed. A wide neck heavy-duty 
polypropylene bottle (150 mL) was used as the extraction vessel because the FDMS filter could be 
introduced flat (it was found that folding reduced the analyte extraction efficiency, presumably 
because of reduced contact between sample and extractant). The suspension obtained at the end of the 
extraction period was filtered through a pre-washed (see section 3.1) acrodisc® syringe filter to 
isolate the extract. Three 0.1 g test portions of soil BGS102 (not loaded on filters) and three blank 
FDMS filters were extracted in parallel to the three simulated PM10 samples.  
 
2.4.2. The modified UBM (stomach phase) procedure 
    The sample mass and extractant volume were each reduced six-fold (to 0.1 g soil and a mixture 
containing 1.5 mL simulated saliva and 2.25 mL simulated gastric fluid). Three replicated extractions 
of soil BGS102 were carried out and results compared with those obtained using the original method 
(described in section 2.3). 
 
    Triplicate simulated PM samples were prepared by loading soil BGS102 onto FDMS filters as 
described in section 2.2, and the modified UBM (stomach phase) was performed.  A wide neck 
heavy-duty polypropylene bottle (150 mL) was used as the extraction vessel, then the suspension 
obtained at the end of the extraction period was decanted into a 15 mL centrifuge tube for isolation of 
the extract by centrifugation. Although the volume of the vessel is adequate, low recoveries were 
obtained when the extraction was carried out directly in the 15 mL centrifuge tube (ranging from 17% 
for Fe to 48% for As relative to that obtained with the larger vessel). Because the extractant volume 
was small (< 4 mL) pH adjustment was carried out using 25 or 50% v/v HCl and 0.1 M NaOH and a 
micro pH electrode. Three 0.1 g test portions of soil BGS102 (not loaded on filters) and three blank 
FDMS filters were extracted in parallel to the three simulated PM10 samples. 
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2.5. Analyte quantification 
    Extracts obtained were analysed by ICP-MS using an Agilent Model 7700x instrument (Agilent 
Technologies, Cheshire, UK). The operating conditions are shown in Table 2. To check for 
interferences, two or three isotopes were measured for each element, except for As and Mn which are 
monoisotopic. To remove spectroscopic interferences, a He collision cell was operated at a flow rate 
of 4.5 L min-1. Internal standards similar in mass to each isotope quantified were selected. Matrix-
matched calibration standards were used. For quality control, one of the calibration standards was re-
analysed every 10 analysis and again at the end of the sample run to checking for instrumental drift. 
 
2.6. Quality control  
    No certified reference material is currently available for bioaccessible PTE in airborne PM. 
Analytical performance was therefore assessed by processing triplicate samples and by use of spike 
recovery tests. Extractants were spiked to known concentrations of analytes (10020 ȝg L-1 for Fe and 
ȝJ/-1 for other PTE), and taken through the complete extraction procedure. The percentage PTE 
spike recovery was calculated using equation 1.  
 
     ?ݏ݌݅݇݁ݎ݁ܿ݋ݒ݁ݎݕ ൌ ቀ ห݉݁ܽݏݑݎ݁݀ܿ݋݊ܿǤ݅݊ݏ݌݅݇݁݀ݎ݁ܽ݃݁݊ݐെ݉݁ܽݏݑݎ݁݀ܿ݋݊ܿǤ݅݊ݑ݊ݏ݌݅݇݁݀ݎ݁ܽ݃݁݊ݐห݇݊݋ݓ݊ܿ݋݊ܿǤܽ݀݀݁݀ ቁ ൈ  ? ? ? 
                        
Equation 1 
Approximately 92 % of the RSD values for triplicate extractions were < 10 %, and the remaining 
RSDs were between 10 and 15 % (except for one value of 24%). The spike recoveries were between 
86.8 and 114%.  
 
 
3. Results and discussion 
 
3.1. Washing regime to reduce Cu and Zn blanks arising from acrodisc® filters  
    High concentrations of Cu (119 Pg L-1) and Zn (1520 ȝg L-1) were initially found in procedural 
blanks from the SBET method, which caused poor precision (i.e. high RSD values) to be obtained for 
these analytes when replicate extractions were performed e.g. RSD of 9.2% for Cu and 78% for Zn 
(n=3). The source was eventually identified as the acrodisc® syringe filters used. This problem has 
not been highlighted in previous SBET studies34, 37, 38, perhaps because the method is most often 
applied to determine As and Pb, and also due to the fact that some studies featuring Cu and Zn 
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adopted centrifugation instead of filtration to obtain clear extracts for analysis.32 However, in a study 
using a US Pharmacopeia methodology to assess gastric bioaccessibility, Falta et al.48 noted that 
filtration, even using pre-cleaned cellulose acetate filters, led to higher blank levels than 
centrifugation of sample extracts.  
 
    To find a suitable washing regime, successive 10 mL aliquots of either glycine (0.4 mol L-1, pH 
1.5), HCl (pH 1.5) or deionized water were passed through three new acrodisc® filters and the 
filtrates analysed using ICP-MS. The filtrates obtained using deionised water did not contain Cu or 
Zn at detectable concentrations but, as shown in Fig. 1, the other reagents were able to leach these 
analytes from the syringe filters. The concentrations of Cu and Zn decreased markedly with increased 
volume of washing solution. After 80 mL of glycine or HCl had been passed through, the 
concentrations of Cu in the filtrates were 0.217 and 0.154 Pg L1, respectively, and 38.9 and ȝJ
L-1, respectively, for Zn. These values did not change significantly on further washing. Although both 
glycine and HCl were able successfully to remove the Cu and Zn contribution to the procedural blank 
arising from the syringe filters, washing with glycine (4 x 20 mL) was chosen because glycine is used 
as extractant in the SBET. It is important to note that the entire washing regime had to be carried out 
immediately prior to use of the filter. If filters were washed and then left to stand for a period as short 
as 20 minutes before use, then the blank concentrations of, especially, Zn increased markedly as 
additional contaminant leached out of the filter.  
 
3.2. Modification of the SBET and UBM (stomach phase) 
    Results obtained for the original and modified SBET and UBM (stomach phase) methods are 
presented in Table 3. It can be seen that the concentrations of PTE extracted by the modified methods 
are similar to those obtained with the original methods, with recoveries 100 ± 10% for the modified 
SBET (except for Fe and Pb, where values of 119 and 115% were obtained) and 100 ± 4% for the 
modified UBM. The student t-test (at 0.05 significance level) indicated that there was no significant 
difference between the results obtained using original and modified SBET for all PTE studied 
whereas, for the UBM (stomach phase), the t-test passed for As, Cd, Cu, Fe and Pb, but failed for Cr, 
Mn, Ni, and Zn. However, the relative percentage difference (%RDP) was low (< 4.4%) for all 
analytes (see Table 3) using the UBM. 
 
   The bioaccessible As, Cd, and Pb concentrations in the UBM (stomach phase) were within the 
certified and guideline values23  of 4.52 ± 1.28, 0.281 ± 0.170, and 13.0 ± 6.0 mg kg-1, respectively, in 
 9 
both original or modified versions of the procedure. Unfortunately, no indicative values are available 
for analytes extractable from BGS102 using the SBET.  
 
    Different concentrations of PTE were extracted by the UBM (stomach phase) and SBET 
procedures, using either the original or the modified methods. Differences between extractable 
analyte concentrations obtained using different oral bioaccessibility tests have been noted in previous 
studies, for example reference.49 This is to be expected based on the different reagents employed (for 
example the presence of mucin in the UBM has been reported to increase the bioaccessible 
concentration of Cr, Cu, Ni, Pb, and Zn28) and pH values at which extractions are performed. The pH 
has been reported to be a dominant factor that affects the solubility of elements in oral 
bioaccessibility tests50 and is likely to be responsible for the differences observed in the current study, 
where the UBM (pH 1.2) generally yielded higher bioaccessible analyte concentrations than the 
SBET (pH 1.5).   
    
3.3. Contribution of blank FDMS filters to measured bioaccessible PTE content  
    The concentrations of PTE extracted when the modified SBET and UBM (stomach phase) were 
applied to blank FDMS filters are presented in Table 4. The concentrations were generally low ± 
often less than limits of detection ± with the notable exception of Zn. The presence of the FDMS 
filter contributed a significant Zn bank to the analysis. Each filter released around 3 Pg of Zn, which 
was similar to the amount released by the soil sample itself (assuming 0.1 g of soil, containing 35 mg 
kg-1 extractable Zn, had been loaded). This contamination cannot easily be eliminated because Zn is 
an intrinsic component of the FDMS filters, added as a binder during the production process.51 
Fortunately, the between-filter variability in extractable Zn concentrations was found to be relatively 
low (< 19% for the SBET and < 9% for the UBM, n=3) and it is therefore feasible to blank-correct 
results obtained by extracting a (set of) blank filter(s) in parallel with samples. All subsequent results 
were therefore corrected for filter blanks for all PTE tested. 
 
3.4. Application of the modified SBET and UBM (stomach phase) to simulated PM samples 
    Fig 2 compares the bioaccessible concentrations of PTE in soil BGS102 alone (bars SBET 1 and 
UBM 1) with results obtained when the soil was smeared onto FDMS filters to simulate PM10 
samples (bars SBET 2 and UBM 2) for both modified oral bioaccessibility tests. The presence of the 
FDMS filter did not appear to affect the bioaccessible concentrations measured in either case. This 
was confirmed using t-tests at 0.05 significance level (see Table 5) where neither method showed a 
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significant difference obtained between results for soil alone and for soil presented on a filter, except 
for Fe. Relative percentage difference (RDP) values between soil alone and soil on a filter were <2% 
for the modified SBET method, except for Zn (10.2%) and < 5% for the modified UBM (stomach 
phase) except for Ni and Pb (11.7 and 6.2%, respectively). 
    Results obtained when the modified UBM (stomach phase) extraction was applied to BGS102 
smeared on a FDM filter to simulated PM10 were 4.40 ± 0.04 mg kg
-1 for As, 0.224 ± 0.002 mg kg-1 
for Cd, and 17.3 ± 0.8 mg kg-1 for Pb, all within recommended ranges.  
 
4. Conclusion 
    Two oral bioaccessibility methods have been successfully modified and applied to synthetic PM 
samples supported on TX40 filters used in standard TEOM/FDMS ambient particulate monitors 
worldwide. The study highlighted the importance of filter blanks. Thorough washing of acrodisc® 
syringe filters with 80 mL of acidified glycine solution immediately before use was required to 
minimised blank levels of Cu and Zn in the SBET. Analysis of blank FDMS filters revealed that, 
whilst the reagents used in both oral bioaccessibility tests extracted minimal concentrations of most 
PTE from the filter medium, levels of extractable Zn were significant. The latter is a consequence of 
the use of Zn in filter manufacture and so could not be eliminated, but was successfully overcome by 
means of blank-subtraction. The extractability of PTE from the test substrate was not affected by 10-
fold miniaturisation of the SBET or by 6-fold miniaturisation of the UBM, nor by the presence of the 
FDMS filters provided blank-correction was performed. The methods developed are therefore 
suitable for application to real samples of inhalable airborne PM collected during routine air quality 
monitoring campaigns. 
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Legends for Figures 
 
Figure 1  
Release of Cu and Zn from blank acrodisc® syringe filters washed with glycine (0.4 mol L-1 pH 1.5) 
or HCl (pH 1.5) 
 
Figure 2           
The bioaccessible concentrations of potentially toxic elements in soil BGS102 (1)  
alone and (2) when smeared on FDMS filters to simulated PM10 samples, as obtained with the 
modified  simplified bioaccessibility extraction test (SBET) and stomach phase of the unified 
bioaccessibility method (UBM); error bars represent one standard deviations (n=3) 
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Table 1 
Particle size distribution of Soil BGS102 
 
Material Mean particle diameter (Pm)
d (0.5) 
 
Particle diameter (Pm)
d (0.1) 
Particle diameter (Pm)
d (0.9) 
BGS102 (current study) 7.6 1.1 43 
SRM 1648A Urban particulate matter (Certificate of Analysis) 5.8 1.4 30 
SRM 2787 Fine particulate matter (Certificate of Analysis) 8.3 2.1 24 
 
Data obtained using a Malvern Mastersizer 2000, d (0.5) indicates the particle size below which 50% of the volume is present, d (0.1) indicates the particle size below which 
10% of the volume is present, d (0.9) indicates the particle size below which 90% of the volume is present 
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Table 2 
ICP-MS operating conditions 
 
Power (W) 1550 
Quadrupole bias (V) -15 
Octopole bias (V) -18 
Nebulizer gas flow (L min-1) 0.85 
Plasma gas flow (L min-1) 15 
Auxiliary gas flow (L min-1) 0.9 
Isotopes determined 75As, 111Cd, 114Cd, 52Cr, 53Cr, 63Cu, 65Cu, 56Fe, 57Fe, 55Mn, 60Ni, 61Ni, 
206Pb, 207Pb, 208Pb, 64Zn, and 66Zn 
 
Isotopes quantified (with internal 
standards in parenthesis) 
 
75As (72Ge), 111Cd (115In), 52Cr (45Sc), 63Cu (45Sc), 56Fe (45Sc), 55Mn (45Sc), 
60Ni (45Sc), 208Pb (209Bi), and 66Zn (72Ge) 
 
Sample uptake rate (mL min-1) 1 
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Table 3 
Comparison between bioaccessible concentrations obtained by the original and the modified SBET and UBM (stomach phase) methods 
 
PTE 
Mean ± SD (mg kg-1, n=3)   Recovery (%) % RPD 
SBET UBM (stomach phase) 
SBET 
UBM 
(stomach 
phase) 
SBET 
UBM 
(stomach 
phase) Original Miniaturized Original Miniaturized 
As 2.31 ± 0.20 2.16 ± 0.18 4.88 ± 0.04 5.01 ± 0.07 93.8 103 6.44P 2.54P 
Cd 0.199 ± 0.019 0.196 ± 0.020 0.220 ± 0.003 0.214 ± 0.004 99 97.5 1.41P 2.56P 
Cr 23.8 ± 1.8 26.2 ± 2.3 37.7 ± 0.4 36.9 ± 0.1 110 97.8 9.68P 2.21F 
Cu 7.30 ± 0.78 7.29 ± 0.67 7.91 ± 0.04 7.78 ± 0.07 99.9 98.4 0.138P 1.59P 
Fe 1130 ± 91 1350 ± 123 1490 ± 30 1560 ± 42 119 104 17.5P 4.32P 
Mn 2060 ± 170 1920 ± 158 3010 ± 12 2900 ± 10 93.3 96.3 6.98P 3.82F 
Ni 8.61 ± 0.69 8.37 ± 0.74 12.5 ± 0.1 12.2 ± 0.1 97 97.6 2.74P 2.46F 
Pb 15.1 ± 1.4 17.3 ± 1.4 19.5 ± 0.5 19.1 ± 0.3 115 97.8 13.7P 2.22P 
Zn 21.2 ± 4.6 20.2 ± 15.8 36.9 ± 0.3 35.7 ± 0.4 95 96.8 5.25P 3.24F 
n: number of replicates; Recovery (%) = ([mean measured value in the modified procedure]/[mean measured value in the original procedure]) × 100; RPD: Relative percent 
difference = ሼȁܽ ? െ ܽ ?ȁ/((a1+a2)/2)}×100 where a1: values in the original procedure and a2: values in in the modified procedure; P: means that t test (0.05 significance 
level) passed; F: means that t test failed  
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Table 4 
Bioaccessible concentrations of potentially toxic elements (PTE) in blank FDMS filters extracted using the modified 
simplified bioaccessibility extraction test (SBET) and the stomach phase of the unified bioaccessibility method (UBM) 
 
PTE 
SBET  
(n = 3) 
UBM (stomach phase) 
(n = 3) 
ȝJ/-1 
Mean ± SD 
 
ȝJ per filter 
Mean ± SD 
 
ȝJ/-1 
Mean ± SD 
 
ȝJ per filter 
Mean ± SD 
 
As < 0.010 < 0.001 < 0.030 < 0.001 
Cd < 0.003 < 0.001 < 0.005 < 0.001 
Cr 0.100 ± 0.060 0.001 ± 0.001 < 0.174 < 0.001 
Cu 5.60 ± 0.39 0.056 ± 0.004 20.8 ± 0.3 0.078 ± 0.001 
Fe < 0.452 < 0.005 < 16.1 < 0.060 
Mn < 0.134 < 0.001 6.96 ± 0.97 0.026 ± 0.004 
Ni 0.400 ± 0.260 0.004 ± 0.003 < 0.137 < 0.001 
Pb 0.200 ± 0.060 0.002 ± 0.001 0.416 ± 0.127 0.002 ± 0.001 
Zn 284 ± 53 2.84 ± 0.53 986 ± 88 3.70 ± 0.33 
< indicates a value less than the instrumental detection limit; n: number of replicates 
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Table 5 
T test and relative percent difference (RPD) of the bioaccessible concentrations of potentially toxic elements (PTE) in the simulated PM10 (soil on FDMS filters) and in soil 
alone using the simplified bioaccessibility extraction test (SBET) and the stomach phase of the unified bioaccessibility method (UBM) 
PTE 
T test (between soil alone and soil on FDMS filters) 
%RPD 
SBET (Ȟ =4a, 2b) UBM (stomach phase) (Ȟ =4a, 2b) 
t calculated t critical  t calculated t critical  SBET 
UBM (stomach 
phase) 
As 0.24 2.78a 0.24 2.78a 0.108 0.216 
Cd 0.91 2.78a 0.91 2.78a 0.467 3.10 
Cr 2.42 2.78a 2.42 2.78a 1.82 2.72 
Cu 0.08 2.78a 0.08 2.78a 0.083 3.97 
Fe 6.01 4.30b 6.01 4.30b 1.90 4.53 
Mn 2.51 2.78a 2.51 2.78a 1.03 1.31 
Ni 2.60 2.78a 2.60 2.78a 1.07 11.7 
Pb 3.25 4.30b 3.25 4.30b 1.17 6.20 
Zn 2.42 4.30b 2.42 4.30b 10.2 2.98 
ȞGHJUHHRIIUHHGRP$VLJQLILFDQFHOHYHOĮ RPD: Relative percent difference = ሼȁܽ ? െ ܽ ?ȁ/((a1+a2)/2)}×100 where a1: values in soil alone and a2: values in soil 
loaded on FDMS filter 
 
 
